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Advanced Nasal Sinus Irigation System

2 PULSATING SPRAY MDBES!

-MOISTURIZING MIST SPRAY TIP
-CLEANSING IRRIGATION TIP
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USER GUIDE and INSTRUCTIONS

Important..... Please Read Before Use:

Please be sure to rinse the SinuPulse Elite® after each use as directed.
Failure to adequately rinse the device as directed can result in
premature wear and may void your warmranty.

In areas of excessive sedimentation, hard water, or when use of a
water softener is present be sure to use distilled or filtered water.
Failure to do so may result in premature wear and may void your
warranty.

When preparing your saline solution be sure to mix your solution
thoroughly to reduce any settling which may contribute to salt
deposits, clogging, and premature wear. It is always best to measure
and mix your saline solution first bafore pouring into the tank. If you
do mix inside the tank be sure not to dislodge the white valve at the
bottom of the tank. Should this valve become dislodged carefully
insert back into place.

If you experience difficulty inserting the sinus or throat tips simply
moisten the grooved end of the tip with water and twist slightly while

inserting into the handle.

The SinuMist® and Throat Mist™ tips are for moisturizing and light
cleansing only (1 oz or approx 20 sec) and not for the purpose of large
volume (16 oz) cleansing. Large volume irrigation for daily hygiene
cannot adequately be performed by use of a spray mist feature. For
large volume irrigation use our standard sinus and throat imigator tips.

The SinuPulse® Elite may need to be primed when the device is new
or if left idle for an extended period. Simply allow 30-45 seconds once
turned on for water to begin running through the unit. in the event
water is still not pumping through the unit be sure tank is securely
mountad and that the white valve in the bottom of the tank is free of
any residue and seated properly. Troubleshooting chart, care, and
maintenance can be found on p.16 of the user guide.

Never operate irrigator continuously for more than 5 minutes.
IMPORTANT: Do not depress the orange tip release button while the
device is in use, Doing so may result in the tip becoming dislodged. To
remove tips make sure the device is off without power before
depressing the orange tip release button.




Advanced Features

The SinuPulse Elite® Advanced Masal Sinus Irrigation System has been
specifically designed for the purpose of nasal sinus and throat irrigation, It
is the most advanced nasal irrigation system on the market with
IntelliPulse™ technology. Used regularly by professional world champion
sports teams and athletes for drug free allergy and sinus relief pulsatile
irmigation is recommended by leading ENT specialists, allergists, and
pediatricians and supported by published medical reports. It is the
preferred choice for effective natural relief of allergy and sinus symptoms.

SinuPulse Elite® features a state-of-the art design with superior
performance:

IntelliPulse™ technology for a calibrated pulse rate
Fully adjustable “Stepless” water contral for comfort and conirol

2 Sinus Irmigation Tips (containing no rubber or latex):
- Standard Flex Sinus Tip™ for general cleansing and irmigation
- SinuMist® Sinus Irrigator Tip for a moisturizing mist spray

] 2 Throat IrrigationTips:
- Standard Throat Tip & Tongue Cleaner™ for cleansing and irrigation
- Throat Mist Irmigator Tip & Tongue Cleaner™ for a maisturizing
mist spray
] Advanced “Flex Tip™ design for added comfort and flexibility
Resistant to antimicrobials and saline solutions

Extra large see through water reservoir including dust cover, flip
lid, with standard and metric measurement scale.

Quiet design

LED display function

Electronic micro touch switch

Pause feature on handle with variable pressure control
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IMPORTANT SAFEGUARDS

The SinuPulse Elte® has been carefully enginesred for both
effectiveness and safety. However, basic safety precautions should
always be followed when using any electrical product, especially when
children are present.

READ ALL INSTRUCTIONS BEFORE USE

DANGER - To reduce the risk of electrocution and fire:

[ ] DO NOT plug the irrigator into an incorrect voltage source outlet. It
has been designed for use with a specific electrical voltage. Refer to
the bottom of the irrigator for the correct voltage specification.
Voltage converters and plug adapters DO NOT guarantee voltage
compatibility. Never force the plug into an outlet,

] Always unplug this product immediately after using.

[ ] DO NOT place or store the irrigator where it can fall or be pulled into
a tub, sink or tollet.

] DO NOT place or drop the irrigator into water or other liquid.

| DO MNOT reach for an irrigator that has fallen into water. Unplug
immediately.

u DO NOT use while taking a bath.

WARNING -To reduce the risk of burns, electrocution, fire, or injury

m The imigator should never be left unattended when plugged in.
Close supervision is necessary when this product is used by or on
children or invalids.

] If you are unable to handle this product properly, discontinue use.

] The irrigator should only be used for nasal and throat irigation as
described in this manual, with attachments recommended by Health
Solutions Medical Products Corporation.

[ ] Mever operate the irrigator if it has a damaged cord or plug, if it is
not working properly, if it has been dropped or dropped into water,
or if the imgator has been damaged in any way., This product
contains no serviceabla parts, if repair is needed please refer to the
Customer Service information.

u Keep the cord away from heated surfaces,
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